Double-barrel pipette system for microinjection.
A method for constructing double-barrel micropipettes is described. The pipettes are made from theta-tubing, which permits easy beveling of the tips. The two sides of the system operate independently and are suitable for simultaneous microinjection, microperfusion, or servo-null micropressure measurements.